[Accuracy of intraocular pressure measurement using a noncontact Keeler tonometer].
Using a contactless tonometer of Keeler Co. the authors assessed the intraocular pressure in enucleated eyeballs and compared the values with the intraocular pressure assessed in the eyeballs by means of a water manometer. In the second stage the scatter of assessed values in the eyeballs was compared with the scatter of values obtained by measurements in patients.